
1. Please turn off and on your InBody230.
Please place 3‐5 pages of blank paper 
into the printer that is connected to the 
InBody230. 



2. Press SETUP button when the warming  
progress graph reaches around 30% (When 
it pass under “B”)



3. Press 3 button on the keypad for QC Print.



4.. Press ENTER for printing


